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ABSTRACT 
A new Instrument has been developed for low frequency- 
admittance measurements on MOS devices with substantial 
DC conductance.  The operation of the instrument has been 
demonstrated under conditions where G~100 u>C.  This is 
two orders of magnitude more conductance than can be 
tolerated with the standard lock- in amplifier technique. 
It is found that the admittance of thin oxide MOS 
devices becomes inductive at low frequencies.  This 
effect is tenatlvely attributed to the AC tunneling 
current.  A simple equivalent circuit for the tunneling 
admittance is proposed, and it is shown that a good fit 
to the observed frequency dependence can be obtained. 
I. Introduction 
C-V measurements on NOS capacitors are widely used to 
determine the surface potential and surface state densities. 
These parameters are necessary in order to compare present 
theories of current transport with experiment.  However, 
these measurements are difficult in the presence of sub- 
stantial DC conductance, particularly at the low frequencies 
necessary to ensure that all surface states are in equi- 
librium. 
None of the commonly used methods of measuring ad- 
mittance work well at low frequencies when the conductance 
is much larger than the capacltive susceptance.  In this 
thesis, a new method of measurement which works under these 
conditions is described.  First, however, the limitations 
of presently used techniques will be discussed, 
II. The Conventional Admittance Bridge 
One possible bridge arrangement for admittance meas- 
urements is shown in Fig. 1.  This is not the circuit 
used in commercially available bridges such as the Boonton 
model 75C, but the limitations to be described apply to 
any bridge using a null detector which responds to the 
magnitude of the out of balance signal. 
The Imbalance voltage ty^  can be obtained by voltage 
2 
division as 
When the bridge is near balance, the imbalance 
voltage becomes 
ikAutuA: 
where &C and && are the deviations from exact balance. 
Specializing to the case when Ym, the admittance to be 
measured, has large conductance (Gm»u>Cm) the imbalance 
voltage becomes 
f kG ,  JfcwkCl   .  , 
The null detector responds to the magnitude of the 
applied signal.  Thus the meter Indication is given byi 
^i^mrt^f^ 
Suppose it is desired to obtain a given resolution 
in the measurement of capacitance.  The detector must 
then be able to detect an imbalance signal of the 
magnitude caused by an imbalance kC t  where &.C is the 
desired resolution.  This means that the detector must 
be able to resolve signals at least as small as 
In addition, this imbalance due to the capacitance 
can only be seen if it is not masked by the imbalance 
voltage due to the conductance.  This requires that the 
first term in the square root be less than the second. 
This in turn requires the conductance be adjusted to 
give 
G-     Or 
Both of these requirements are difficult to satisfy 
at low frequencies.  There is a practical limit to the 
resolution available in variable resistors.  In addition, 
as the frequency becomes lower, the detector must be 
made more sensitive. 
In practice, it is difficult to make measurements at 
5 KHz when the conductance is larger than 10  U. 
Commercial admittance bridges suitable for MOS meas- 
urements are not available below 5 KHz. 
Ill,  The Lock- in Amplifier Technique 
Another technique, using the lock- in amplifier, 
has been used for measurements on thick MOS capacitors 
at very low frequencies— down to about 1 Hz.  The method 
is an adaptation of that originally described by Shewchun 
and VJaxman.  The use of a lock- in amplifier permits 
the separation of an input voltage into a component in 
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phase with a reference signal, and a component which is 
out of phase. In addition, the narrow noise equivalent 
bandwidth permits the detection of very small signals. 
A simplified block diagram of a lock- in amplifier 
is shown in Fig. 2.  The analysis of the operation of 
the lock- in amplifier given below is simplified, although 
it gives the correct result. A more complete analysis 
2 3 
can be found elsewhere. * 
In the lock- in amplifier, noise immunity and phase 
resolution are obtained by using phase sensitive 
detection. This requires a reference signal at the same 
frequency as the signal of interest. 
Consider first the case when the phase shift in the 
reference channel is zero.  The mixer is designed to give 
an output signal which is the product of the two input 
signals. Thus the voltage at the output of the mixer is 
Using triginometric identities, this can be rewritten 
as 
r\) w\ s -^1 K-  Kc^^ujt-V^AOvL^ujt] 
If the time constant of the low pass filter is long 
compared to i/uo,  the second harmonic components will be 
filtered out and the output voltage will be 
That is, the output voltage is proportional to the 
component of the Input voltage which is In phase with the 
reference signal.  Similarly, one may measure the out of 
phase component by setting the phase shift to 90°. 
In practice, it is not possible to obtain complete 
separation of the two components of the input signal. 
Imperfections in the mixer and the phase shifter limit the 
separation which can be achieved. 
First, consider the effect of a slight misadjustment 
of the phase A.<fi.     This could be due to drift in the 
component values or limited resolution in the phase 
adjustment.  The output of the phase shifter will then be 
This causes the appearance of a small component of 
the undesired signal at the output 
*«.-£--1*4 a      a 
where h>§>  is given in radians. Typically, the phase error 
is about .1 degree, so the orthogonal component will 
be attenuated by a factor of approximately 2 x 10*"^, 
In addition, the mixer has a limited dynamic range. 
If the total signal applied to the mixer exceeds the 
maximum allowable signal, the mixer operation becomes non- 
linear.  The maximum allowable input signal depends on the 
design of the mixer, and may be from 10 to 1000 times full 
scale sensitivity.  In almost all cases, however, the 
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limiting factor is the accuracy of the phase adjustment. 
C-V measurements are used using the circuit shown 
in Fig. 3,     The operational amplifier circuit produces 
an output voltage proportional to the current flowing 
into the input terminal.  Simple analysis shows that the 
output voltage is ^l)0~-^l and the input impedance is 
approximately RLVVa^/^-» where A is the gain of the 
amplifier.  Since A is large, the input impedance is small 
and the input terminal is at virtual ground.  Thus, the 
voltage applied to the input of the lock- in amplifier 
is 
^iM-  -Rt)g (Cr+^wC^^Ucwt 
It was shown above that either component of the 
input voltage can "be measured separately by suitable 
adjustment of the phase shifter.  Thus the conductance 
and the capacitance can be measured independently. 
In practice, the phase error limits the amount of 
conductance which can be tolerated when measuring capaci- 
tance.  For an accuracy of ,2%  in the capacitance measure- 
ment, G must satisfy the inequality 
G<UwC 
Fig. 5  shows the maximum allowable conductance as a 
function of frequency for the two techniques discussed 
above.  Conductances less than the maximum will permit the 
measurement of a 100 pf capacitor to better than ,2%,    Also 
shown Is the region accessible with a new technique to be 
7 
described below. 
IV.  The Lock- in Bridge 
A. Previous Work 
Recently, Barret and Vapille suggested a modification 
of an admittance bridge which allowed measurement at low 
frequencies when the conductance is large.  In their 
method, shown in Fig. k,   a lock- in amplifier is used as 
a null detector in a bridge.  In operation, the resistor 
K is adjusted until the in phase component of the voltage 
1/a.b is zeroi  then the capacitance is obtained from the 
magnitude of the out of phase voltage and the value of R. 
This can be seen by writing the equation for the voltage 
4U»« 
4U = 
1 1 __ _ f{)a Al/VLU)t 
When the conductance is large (G*>wC), this can be 
expanded to glvei 
^~ ( k~   -^W^1^ +  ^^ /UqC^wt 
At balance, R = 1/G and the in phase component is 
zero.  The capacitance can then be obtained from 
coRn)^ 
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In order to obtain a measurement of the capacitance 
it Is necessary to know two quantities:  the out of phase 
voltage and the resistance R.  This is a problem since R 
must then be a precision variable resistor with low stray 
capacitance.  In addition, since the null detector is a 
high impedance device,  the stray capacitance across Its 
input is troublesome.  This stray capacitance has the 
effect of causing a phase shift between the reference 
signal and the input signal to the lock- In amplifier, 
even if there is no capacitance in parallel with G. 
B.  Modified Lock- in Bridge 
The modified bridge shown In Fig. 6 was developed 
in this thesis to eliminate the problems discussed above. 
The detector D is a current sensitive detector of the type 
used in conventional lock- In capacitance measurements. As 
before, the output of this detector Is connected to the 
input of the lock- in amplifier. 
The operation of this circuit becomes more transparent 
when the two node parls a-n and b-n are replaced by their 
Thevenin equivalents.  This is shown in Fig. 7. For 
the special case R'^R, the detector current L±   reduces 
to 
L^ -   ( 4" - Gj <\ Wurb 4 i^C n)a Cdbtft 
As before, the variable resistor R is adjusted to 
9 
bring the In phase component of the current to zero.  The 
capacitance is then obtained directly by measurement of 
the out of phase component.  It is no longer necessary 
to know the value of R precisely.  In addition, since 
the approximation G»<*>C is not made, the method permits 
capacitance measurements even when the conductance 
becomes small.  This is not the case in the bridge 
described by Barret and Vapille, 
As always, the implementation of this method*is not 
as simple as the circuit diagram would suggest.  It is 
necessary to bias the MOS device without disturbing the 
measurement.  In addition, stray capacitance effects and 
the proper choice of ground point need to be considered, 
C,  Grounding 
The7 choice of the ground point is often a problem 
in AC impedance bridges.  This is because the detector 
and the generator cannot have a common ground, yet both 
require DC power.  In the bridge described above, it is 
also necessary to transmit phase information from the 
generator to the lock- in amplifier. 
The most natural point to place the ground is the 
end of the current sensitive detector which is not connected 
to the sample.  This is convenient since the lock- in 
amplifier and the current sensitive detector must share 
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a common ground, and the lock- In is already grounded 
through the power line.  This choice also has the effect 
of reducing the error due to the stray capacitance.  This 
can be seen in Fig. 8.  Since the sample is mounted some 
distance from the bridge, it is necessary to connect it 
to the bridge with coaxial cables.  The stray capacitance 
introduced by these cables appears across either the 
current sensitive detector or one of the resistors R'. 
Since both of these represent low impedances, very little 
current flows in the stray capacitors, and the measurement 
is unaffected. 
The reference signal for the lock- in amplifier is 
obtained from a grounded signal generator.  The signal to 
drive the bridge is obtained from an optical isolator 
which is also driven by the signal generator. The circuit 
of the isolator is shown in Fig. 9.  The use of a commercial 
optocoupler in the linear mode permits different grounds 
on each side while still preserving phase information. 
An emitter follower is used as an output stage to provide 
an output impedance of less than 1 ohm. 
In conventional bridges, transformers are used to lift 
the signal above ground to excite the bridge.  In this 
case, however, the phase shift through the transformer 
would vary with load and thus cause errors in the 
measurement. 
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D. Biasing 
For simplicity, the provisions for producing and 
measuring the bias on the MOS device were omitted from 
Pig. 6,  These arrangements are shown in Pig. 10. The 
network consisting of the 15 ohm resistor in series with 
the generator ground together with the 500 ohm resistor 
approximates a voltage source while decoupling the bias 
supply from the bridge. 
The bias is monitored with a digital voltmeter 
connected as shown through a 100KSL resistor.  Since the 
impedance to ground at that point is low, a negligible 
amount of AC current flows through the voltmeter.  Thus 
it does not disturb the measurement and can be connected 
continuously. 
E, Variable Resistor 
The variable resistor R is crucial to the performance 
of the bridge.  It must be stable and adjustable over a , 
wide range of resistance.  In addition, the stray capaci- 
tance must be low and preferably independent of resistance. 
Since R does not appear In the expression for C, however, 
it Is not necessary for it to be calibrated precisely. 
The conditions above are not satisfied by most 
available types of variable resistors.  Common ten- turn 
12 
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potentiometers have a large inductive reactance even at 
100 Hz. The stray capacitance of a typical carbon composi- 
tion potentiometer varies by about 3 pf over the full range 
of resistance.  This would necessitate large corrections 
in the measured capacitance. 
It was found that the common cadmium sulfide photo- 
cell forms an almost ideal variable resistor for this 
purpose.  The admittance of two photocells connected in 
series was measured at 5 KHz with a Boonton capacitance 
bridge, and it was found that the stray capacitance varied 
less than ± .1 pf over a resistance range from 10 MJQ. 
to 20 KJL .  The resistance is easily changed over this 
range by varying the current through an LED which shines 
on the photocells. This arrangement has the further 
advantage that the bridge is balanced by adjusting a 
voltage. Thus, it is easy to adapt the bridge for auto- 
matic balancing. 
The conductance can also be obtained by measuring 
the voltage which appears across a resistor in series with 
the LED.  The dependence of the conductance on this 
voltage is shown in Pig. 11. 
P.  Calibration 
The accuracy of the measurements depends on the care 
with which the bridge is adjusted initially.  In par- 
ticular, the initial phase adjustment is crucial. 
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The phase adjustment is performed by connecting 
a 100KJI resistor in place of the sample, and then 
deliberately unbalancing the bridge.  This causes a 
current through the detector which is completely in 
phase with the generator voltage.  The phase shift is 
then adjusted to give zero out of phase voltage at the 
lock- in amplifier.  The calibration constant for the 
capacitance is then determined by replacing the 
resistor with a known capacitance. 
G. Limitations on Accuracy 
The ultimate accuracy of the capacitance measurement 
is limited by different factors depending on whether the 
measured capacitance is near full scale or near zero. When 
the reading is near full scale, the accuracy is limited 
by the resolution of the digital voltmeter which is used 
to measure the output voltage, and the I ,1%  linearity 
of the lock- in amplifier. For small capacitance, the 
errors due to inaccuracy in the jig capacitance measure- 
ment and the stray capacitance of the variable resistor 
are dominant.  Prom these considerations the accuracy 
was expected to be within t ,2%,  1 ,1 pf, independent 
of G* 
The accuracy of the bridge was tested in two ways. 
First, parallel R-C combinations were measured on both 
Ik 
a conventional bridge and on the lock- In amplifier 
bridge.  The conventional bridge (Boonton model 75C) 
was used at 5 KHz with a large exciting voltage to 
increase the accuracy.  The R-C combinations used were 
metal film resistors in parallel with their own stray 
capacitance.  Conductances up to 5 x 10 -Tr were used, 
and measurements were made at 200 Hz, 500 Hz, and 1 KHz. 
In all cases the capacitances measured agreed within 
1 ,1 pf. Data taken for this test at 500 Hz is given 
In Table 1,  Measurements were also made with fixed 
mica capacitors in parallel with the resistors. These 
measurements showed that the data was reproducible 
within t   ,1%  and that the out of phase voltage was 
linearly related to the capacitance. 
As a further test a thin oxide MOS device was 
measured at 5 KHz and 10 KHz using both types of bridge. 
The measurements agreed within the expected accuracy 
except in depletion where the lock- in bridge gave 
results that were consistently ,2 pf low.  This error 
can be attributed to a slight error in the measurement 
of the jig capacitance.  The data taken for this test 
is presented in Table 2. 
In practice, the measurements at low frequencies 
were limited in accuracy by noise due to imperfect 
contact with the wafer.  This noise also caused difficulty 
at 5 KHz with the conventional bridge and significant 
15 
noise was noted when measuring the I-V characteristic.  This 
problem can be eliminated by using samples mounted in 
headers or by using gold- plated probes. 
The accuracy in the measurement of conductance is 
limited by the accuracy to which the calibration chart 
(Pig. 11) can be read.  This accuracy is at least t 5%, 
—7 At present only conductances larger than 10" V   can be 
measured. 
H. Automatic Balancing 
vrhen doing measurements on MOS devices with the lock- 
in bridge, it is generally necessary to readjust the 
variable resistor R at each bias voltage.  This can be 
done manually, by adjusting the voltage applied to the 
LED»  or electrloally, by means of a feedback loop. 
The second method Is of particular Interest since it 
permits simplified operation and also direct plotting 
of the results. 
Since the variable resistor is controlled electrically, 
~lrt is possible to arrange the bridge for automatic 
balancing if outputs proportional to both the in phase 
and the out of phase components are available. Both 
these outputs are available on the Princeton Applied 
Research model 129A two- phase lock- in amplifier. This 
instrument contains an additional mixer and a 90° phase 
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shifter, as shown in Fig. 12. 
The circuit arrangement for self balancing operation 
is shown in Fig. 13. The out of phase signal is amplified 
and used to control the current flowing through the LED. 
If the correct sign is chosen for the amplifier gain, and 
if the feedback loop is stable, the effect will be to bring 
the bridge to balance.  It was found experimentally that 
a 300 sec time constant for the lock- in low pass filter 
provided adequate loop stability down to 100 Hz.  The 
requirements for stability of the feedback loop are 
discussed qualitatively in the Appendix. 
V.  Sample Preparation 
Thin oxide MOS capacitors were prepared from <111> 
orientation, 1 ohm-cm n-type silicon wafers. The wafers 
were cleaned by boiling for 5 minutes in trichlorethylene, 
methanol, and acetone.  After a deionized water rinse, the 
wafers were again boiled for 5 minutes in a 2$%  HpSOj, 
in H2O2 solution. Two cleaning oxidations in steam at 
1130 °C were performed, for 30 and 15 minutes. After 
stripping the oxide in dilute HF, the final oxidation was 
performed. 
The final oxidation was done in dry oxygen at 779 °C. 
The oxygen flow rate was greater than 200 cc/mln. 
Oxidation times from 1 to 10 minutes were used, but good 
17 
samples were obtained only for the 7 and 10 minute oxi- 
dations.  For both of these wafers the oxide capacitance 
was about 1^0 pf, corresponding to an oxide thickness 
of about 30S. 
Chromium dots of area' 1.27 x 10  cm were evaporated 
onto the wafers in an ion- pumped vacuum system. The 
_7 
pressure during the evaporation was less than 10  torr. 
The back oxide was then removed and an aluminum layer 
evaporated to form the back contact. 
VI.  M ea surement s 
A.  Experimental Technique 
The wafers were placed on a gold plated stage and 
the dots were probed with a tungsten tip mounted to a 
micropositioner. All measurements were performed in 
darkness and at room temperature. Raising the probe and 
setting it down again on the same dot changed the 1 MHz 
conductance, suggesting that the contact was imperfect. 
In addition, the 1 MHz capacitance was about 1%  less than 
the 50 KHz capacitance in accumulation. This is consis- 
tent with a series resistance of about 200 ohms. 
The C-V and G-V characteristics were measured over  
a range from ko  Hz to 1 MHz. Measurements above 5 KHz 
were made using commercial admittance bridges (Boonton 
18 
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models 75C and 75A) .  For measurements below 10 KHz  the 
lock- in "bridge described above was used.  The I-V 
characteristics were also measured using a Keithley model 
610B electrometer. 
B.  Results 
A plot of the measured C-V data for a sample with a 
7 minute oxide is shown in Fig. Ik.     The most striking 
feature is a dip in the 5 KHz capacitance at -.9 volts 
reverse bias.  The 5 KHz capacitance at this bias is less 
than the 1 MHz capacitance. 
At 5 KHz, measurements were made with both the Boonton 
bridge and the lock- in bridge. A dip in the 5 KHz capaci- 
tance below the 1 MHz capacitance is seen in both sets of 
data.  In addition, the two sets of data agree within the 
expected experimental error.  The magnitude of the ob- 
served dip is about 10 times the experimental uncertainty 
for the lock- In bridge, and 50 times the experimental 
uncertainty for the Boonton bridge. 
At 500 Hz, measurements on the lock- in bridge show 
that the admittance becomes inductive, and a peak in the 
inductive admittance occurs at the same bias as the dip 
observed at 5 KHz.  The capacitance curves all come 
together in accumulation, as they normally do. 
The conductance as a function of bias for this 
sample is plotted in Fig. 15.  It can be seen that the 
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conductance is essentially the same at 500 Hz and 5 KHz, 
In addition, the conductance at these frequencies is 
approximately the same as the DC conductance. 
The observation of an inductive imaginary part is 
sufficiently surprising to cast doubt on the measurement 
technique.  As noted, however, the inductive admittance 
peaks at the same bias as the dip in the 5 KHz capacitance, 
and that dip is observed in measurements made with two 
different instruments.  In addition, the lock- in bridge 
was demonstrated to give correct results with R-C 
combinations at the same frequency at which the Inductive 
admittance is observed.  For these reasons, it was concluded 
that the effect was real and not due to measurement 
errors. 
Experimental results for two additional samples are 
shown in Pigs. 16-J.q ,  These measurements show an effect 
qualitatively the same as that discussed above. 
C.  Previous Work 
So far as is known, a net inductive admittance In an 
MOS device has not been reported in the literature. However, 
some data is available which shows a dip in the low 
frequency capacitance similar to that observed here. 
Kumar"^ has observed a dip of 5 KHz capacitance 
below the high frequency capacitance in some thin oxide 
samples.  This was attributed to incorrect sample preparation. 
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In addition, structure which could not be attributed 
to surface states was observed at 39 Hz in some thin 
oxide capacitors with aluminum metallization.  Although 
the capacitance did not become less than the high 
frequency capacitance, the structure occurs at the 
beginning of deep depletion, as does the effect ob- 
served here.  The dip was attributed by one of the 
7 
authors' to majority carrier effects, although no detailed 
analysis was presented. 
Measurements made with a preliminary design of the 
lock- in amplifier bridge showed an inductive admittance 
at 500 Hz in some samples which had been prepared by Kumar. 
The samples displayed normal C-V characteristics down to 
5 KHz, and had in fact been used in a study of I-V and 
8 
noise characteristics.   In these samples, the inductive 
admittance was also observed at the beginning of deep 
depletion.  At that time, the effect was attributed to 
a defect in the measurement technique. 
Table 3 summarizes the samples in which an inductive 
contribution to the admittance has been observed.  In all 
cases, the oxides were thin and there were substantial 
tunneling currents.  In addition, the out of phase AC 
current was always much smaller than the in phase current 
(G>>u>C) .  It is well known that such an inductive 
contribution is never observed in thick oxide MOS devices. 
This suggests that the presence of the inductive contribution 
is related to the presence of substantial tunneling 
21 
current.  If the tunneling current lagged the applied 
AC voltage by a small angle, this would appear as an 
apparent inductive contribution to the admittance. 
In summary, the anomalous inductive contribution 
observed here has also been observed by other workers. 
It had been observed, however, only at low frequencies 
and in the presence of large DC conductance. Previous 
measurement techniques were difficult to use under these 
conditions.  The new technique described in this work 
unambiguously establishes the presence of this inductive 
contribution. 
D. Analysis of Data 
As discussed above, it is plausible to associate the 
inductive contribution with the tunneling admittance.  It 
is useful, then, to look for a simple equivalent circuit 
which models the observed behavior.  In that model, the 
tunneling admittance will have an imaginary part. 
The tunneling admittance can be represented either 
as a sum of a real and an imaginary part, or, in polar 
coordinates, as a magnitude and a phase angle.  The 
second representation is used below in order to emphasize 
the fact that the tunneling admittance is predominantly 
resistive. 
It can be seen from the C-V curves that little 
22 
additional dispersion is observed for reverse bias less 
than -.9 volts when the frequency is below 15 KHz.  This 
suggests that the dispersion due to surface states is 
also small for reverse bias larger than -.9 volts.  Thus 
the observed dispersion should be entirely due to the 
tunneling admittance. 
The imaginary part of the tunneling admittance can 
be extracted from the data by subtracting the low 
frequency capacitance from the measured capacitance at 
15 KHz.  The imaginary part of the tunneling admittance 
is then related to the capacitance dispersion h.C  through 
8= (A) kC 
The real part of the tunneling admittance is just 
the measured conductance.  The phase of the tunneling 
admittance at a frequency m can then be calculated 
through 
0 (u)^ = ia*i  QT 
It is found that the conductance depends only very 
weakly on frequency in the range shere the inductive 
contribution is significant. Thus the DC conductance 
can be used in the above calculation with small error. 
The resulting phase is plotted as a function of 
frequency for several different bias voltages in Fig, 21 
for the data of sample 2.  The solid lines are a fit to 
an equation of the formt 
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>*>.\ 
This equation is the simplest form that satisfies the 
requirement that the observed phase shift go to zero for 
both high and low frequency.  It can be seen that the fit 
to this equation is good, and that all bias voltages can 
be fit with the same value of T . 
The above frequency dependence of the phase shift is 
obtained when the tunneling admittance is of the form 
where G^v>G2»  Alternatively, an equivalent circuit can 
be constructed as shown in Fig. 22. The equivalent circuit 
for the tunneling admittance has three independent 
parameters G^, G2 and t.  The conductance for zero 
frequency must equal the DC conductance, so one finds 
The remaining two parameters can be obtained from the 
maximum phase shift and the frequency at which the maximum 
phase shift occurs1 
The values of the parameters G*, G2 and T obtained 
for sample 2 are given in Table k. 
Thus an equivalent circuit has been constructed with 
three frequency- independent elements. Of the two 
adjustable parameters, only one, Go» depends on bias, 
2k 
VII.  Conclusions 
A new measuring system has been developed to measure 
MOS admittance at low frequencies In the presence of large 
tunneling currents.  The accuracy of this system has been 
verified by the measurement of R-C combinations and 
also by comparison with measurements of an MOS device 
obtained on a conventional bridge. 
In previous studies of thin- oxide KOS  devices, it 
had been assumed that the effect of tunneling could be 
represented by a pure conductance for small AC signals. 
The data presented here show that a complete description 
requires that the tunneling admittance have an imaginary 
part.  The contribution of the imaginary part is signi- 
ficant only in depletion and when G»u>c. Re- examination 
of data obtained in previous studies showed that this 
effect had been observed before. At present, an adequate 
theoretical explanation of this Imaginary part is not 
available. 
The occurance of this effect is unfortunate as far 
as the determination of surface potential and surface 
state densities are concerned.  This is because the 
inductive contribution to the admittance completely 
obscures the dispersion due to the surface states at 
low frequencies.  An adequate theoretical explanation, 
however, may permit the extraction of useful information 
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from the tunneling admittance. 
Further experimental studies of this effect are 
desirable.  Studies of the dependence of the inductive 
contribution on oxide thickness and temperature would 
aid in determining whether it is correct to associate 
the inductive contribution with the tunneling admittance, 
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VIII.  Appendix 
In the automatic balancing mode, negative feedback 
is used to maintain the bridge in a balanced state.  The 
stability of a given feedback arrangement can be 
investigated using any of the standard methods of control 
11 theory.   Here, examination of the Bode plot is used to 
obtain an indication of the stability. 
First, the system is redrawn in block diagram form. 
This is shown in Pig, 23. Only the signal path for the 
in phase component is shown. The lock- in amplifier 
is characterized by a transfer function 
where T. and T. are the time constants of the two 
cascaded low pass filters In the lock- in. 
The voltage controlled variable resistor R* is 
inherently nonlinear. However, for small variations 
around an equilibrium point, it can be represented by 
the transfer function 
where To represents the finite response time of the 
cadmium sulfide photocell. 
The sample conductance G will be regarded as the 
input to the system and the lock- in output proportional 
to the in phase signal will be regarded as the 
controlled variable. 
2? 
Then the transfer function relating them can be obtained as 
ft hj% 
A): 
First the steady state will be considered.  The steady 
state response can be obtained by using the final value 
theorem: fckj.'Mg 
Thus the input voltage to the lock- in 1)^ will be 
minimized and the bridge will be driven to a balanced 
condition If ^K^flzLis large. 
However, the overall gain RK^Vflcannot be made 
arbitrarily large or Instability will result. This 
can be seen by considering the response of the bridge 
to a small disturbing signal of frequency to . These 
disturbing signals are always present in the form of 
11 
noise.  It can be shown  that for a general transfer 
function of the form 
T(sV 
-U G-ttW 
exponentially growing solutions exist if the phase 
of GH < -180  when the magnitude of GHls unity. Thus 
a simple test for the stability can be made by 
examining the Eode plot of the quantity 
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Fig. 2^ shows the plot obtained for RfVj.J^ = 10^ and 
time constants of 1000, 10, and ,1 sec.  It can be seen 
that the phase shift at the unity gain point Is -120° 
and thus the system Is stable. However, Increasing 
^.kikz^q  by an order of magnitude to 10 will result 
in a phase shift of 195 at the unity gain point thus 
giving an unstable system. 
The overall gain required is determined by the 
operating frequency.  As the frequency is decreased, 
the lock- in gain must be increased to keep the 
capacitance signal near full scale.  From the analysis 
above, it can be seen that the gain cannot be 
increased indefinitely.  Thus there is a lower limit 
to the frequency of operation in the self balancing 
mode.  This lower limit is determined by the time 
constants of the components in the feedback loop. 
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Conductance 
mhos 
Measured capacitance 
Boonton    LIA 
bridge    bridge 
Capacitance 
error 
pf 
2.6 x 10~7 .20       .28 -.08 
5.0 .24       .28 -.04 
1.1 x 10~6 .14       .21 -.06 
1.3 .15       .21 -.06 
2.3 .19       .28 -.09 
2.5 .27       .41 -.14 
4.5 .17       .28 -.11 
8.3 .25       .28 
-.03 
1.2 x 10"5 .36       .35 + .01 
1.9 .38      .35 + .03 
Table 1.  Comparison of measured capacitance of 
R-C combinations at 500 Hz 
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10 KHz Capacitance (pf)   5 KHz Capacitance (pf) 
Bias Boonton 
bridge 
LIA 
bridge error 
Boonton 
bridge 
LIA 
bridge error 
+ .5 135.3 134.9 .4 
+ .4 131.1 130.9 .2 131.6 131.0 .6 
+ .3 126.2 125.8 .4 126.0 126.2 -.2 
+ .2 119.7 119.3 .4 119.6 119.6 .0 
+ .1 112.2 111.9 .3 112.2 112.3 -.1 
.0 105.0 104.7 .3 105.2 104.9 .2 
-.1 99.8 99.6 .2 99.9 99.8 .1 
-•
2 96.9 96.7 .2 97.12 97.1 .02 
-.3 93.96 93.7 .26 94.17 94.1 .07 
-.4 89.44 89.2 .24 89.50 89.4 .1 
-.5 82.93 82.7 .23 83.09 82.9 .19 
-.6 72.38 72.4 .02 72.81 72.9 .09 
-.7 53.21 53.3 .09 52.23 52.5 -.27 
-.8 24.80 24.9 .10 20.20 20.5 
-.3 
-.9 5.96 5.8 .16 
.93 .6 .23 
-1.0 4.23 4.0 .23 2.78 2.6 .18 
-1.1 3.86 3.6 .26 3.13 2.9 .23 
-1.2 3.52 3.3 .22 2.91 2.7 .21 
-1.3 3.24 3.0 .24 2.70 2.4 .20 
-1.4 3.05 2.8 .25 2.53 2.3  . >.23 
-1.5 2.83 2.6 .23 2.40 2.1 .30 
Table 2.  Comparison of Lock- in and Boonton bridge 
measurements at 5 KHz and 10 KHz 
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oxide  DC metalli- 
thick- conductance zation 
ness 
30 £   10 -6 
o     -6 
30 A   10 
18 £   10 -5 
35 X   10"8< 
Cr 
Cr 
Cr 
Al 
reference  maximum 
frequency 
this work  5 KHz 
this work 
(5) 
(6) 
500 Hz 
(prepared by 
Kumar) 
10 KHz 
39 Hz 
(All samples were on n-type, 1 ohm-cm substrates) 
Table 3. List of samples in which an inductive contribution 
to the admittance has been observed 
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Bias Gdc<^> GX(\J) G2(i7) T(sec) 
-.1 -6 .19 x 10 .19 x 10~6 — — 
-.2 .32 .32 «• 
- 
-.3 .60 .60 - - 
-.4 
.95 .95 - - 
-.5 1.27 1.27 - - 
-.6 1.50 1.50 - - 
-.7 1.80 1.80 - - 
-.8 2.00 1.99 1.3 x 10"8 1.6 x 10"^ 
-.9 2.30 2.21 8.8 1.6 
-1.0 1.40 1.23 1.7 x 10-7 1.6 
-1.1 .75 .69 6.2 1.6 
-1.2 
.55 .52 3.0 1.6 
-1.3 .40 .38 2.4 1.6 
-1.4 .30 .28 2.3 1.6 
-1.5 .30 .28 2.1 1.6 
-1.7 .30 .28 1.8 1.6 
Table 4,  Tunneling admittance parameter s^f orsample 2 
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R G 
A C 
ii^jmuJi 
CL 
R Gm-h^cuCm 
Fig. 1.  Bridge circuit for admittance measurements 
preoLwip      mixer DC 
8c*AU)fc * n>m 
Fig. 2.  Block diagram of lock- in amplifier 
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w 
_yL DC 
/T"   bias 
Fig. 3.  Circuit for capacitance measurements 
^.N/YtuJt R 
L\fK 
R 
a 
I**    J>R 
Fig.   4.     Lock-   in bridge as proposed by  Barret  and Vapille 
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Fig. 5.  Maximum allowable conductance as a function of frequency 
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+ 1 
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Detector 
D 
R' 
Fig. 6. Modified bridge circuit 
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D 
R'/2 
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4a 
R 
Fig. 7.  Modified bridge with Thevenin equivalent sources 
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Fig. 8.  Effect of coaxial cable stray capacitance 
+5 volts 
47K 
Imf 
5 volts 
2 T> 100 /It t out 
Fig.   9.     Optical   isolator circuit 
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Fig. 10.  Bias arrangements 
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Fig. 11.  Dependence of conductance on applied voltage 
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PREAMP     MIXER DC AMPLIFIER 
IN- PHASE 
OUTPUT 
OUADRATURE 
OUTPUT 
Fig. 12.  Block diagram of PAR model 129A two- phase lock- in amplifier 
PAR 129A 
IMBALANCE 
SIGNAL 
AAA 
CAPACITANCE 
OUTPUT 
V 
Fig. 13.  Bridge arrangement for self- balancing operation 
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Fig.   14.     C-V data for 7- minute oxide-- Sample  1 
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Fig.IS.G-V data for sample 1 
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Fig.   16.     C-V data  for Sample  2 
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Fig.   17.     G-V data for sample 2 
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Fig.   18.     C-V data for sample 3 
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Fig.  21.  Phase shift of the tunneling admittance as a function 
of frequency 
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Fig. 22.  Proposed equivalent circuit for MOS device with tunneling 
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Fig.   23.     Self- balancing bridge in block diagram form 
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Fig.   24.     Bode plot  of GH&tt>) 
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